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A VOLTAGE-PROGRAMMABLE LOW-FREQUENCY FUNCTION 
GENERATOR WITH PLUG-IN VERSATILITY 



A new generator produces sine, square, and 
triangular signals as low as 0.01 hertz either 
unmodulated or with various modulations. 




Fig. 1. New -hp- Model 33O0A Function Generator has two 
independent outputs, each of which supplies any of three ware- 
forms, sine, square, or triangular, throughout 0.01 Hz to 100 
kHz frequency range. Plug-in capability enables Generator to 
be adapted for a wide eariety of special applications (see text). 
Generator semes here as low-frequency trigger generator for 
breadboarded sawtooth generator. 



Some fifteen years ago, engineers al 
Hewlett-Packard designed a Low Fre- 
quency Function Generatoi which 
overcame bothersome characteristics 
that had troubled previous low-lre- 
quenq generators, i.e., frequency drift, 
anil long-term amplitude instability 
following a change in frequency. By 
means of a Circuit approach that dif- 
fered considerably from established 
oscillator designs, this generator {-hp- 
Model Z02A) was able to have a In 
epicm \ range dial extended to as low 
as 0.008 Hf (c is), and it had excellent 
stability and was capable of rapid 
changes in frequency. 1 This instrument 
has found wide use as a real-time stim- 
ulus for pl ot ess control systems, in the 
simulation of mechanical phenomena, 
and in medical, geophysical, and servo 
insti iimcmation testing. 

Over the years, however, there have 
been njany requests for spec ial versions 
of tin's instrument. These requests in- 
cluded provisions for programmability, 
automatic frequency sweep, output gat- 

i R. H. Brunner "A New Generator of Frequencies Down lo 
0.01 CPS," Hewlett Packard Journal. Vol. 2. No 10, July, 1951 




Fig. 2. Response of frequency-control cir- 
cuits lo changes in control voltage is shown 
by oscillogram displaying output of Func- 
tion Generator on 'XIOK' range changing 
frequency over more than 10-to-I range 
( upper trace) as Frequency Control input 
is driven by 10-volt square wave having 
0.2 lis ri&etime (lower trace). At each tran- 
sition in square wave. Function Generator 
changes frequency without rec/uiring set- 
tling-down period. 



ing, and ability to be phase-lot feed with 
another source of low frequency wave- 
forms. In addition, there were requests 
for modifications that would permit 
the instrument to supply but one cycle 
ol a waveform, starling from an arbi- 
trarily selected pari of the cycle and 
finishing at the same point. 

THE PLUG-IN FUNCTION GENERATOR 

Now. a new Finn lion Generator has 
been designed in the -hp- Loveland 
Laboratories with plug-in capability 
that enables it to be adapted lot s|>ecial 
applications. The basic instrument 
supplies sine, square, and triangular 
waves throughout a frequency range ol 

0.0] 11/ to 1(1(1 kHz in seven decade 
ranges. With the Trigger I'hasc-l.ock 
plug-in, described on pages 6 through 
the new Function Generator i-fop- 
MimIcI :i.i(MI \) can also function as a 
tone-burst generator, as a low-lre- 
quency pulse generator with or without 
pulse-width moilul.it ion. as a frequent y 
multiplier, and .is a phase-locked ost il 
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lator with variable phase control, as 
well as having many Othei spec ial c apa- 
bilities. 

Additional flexibility ol operation is 
made possible by the provision lor elec - 
tronic frequency control in the new 
generator. The frequency may be con- 
trolled llnoughoul any of the decade 
frequency ranges by an externally-sup- 
plied voltage applied through a rear- 
panel c ounce tor. The output frequency 
may thus be programmed, when used 
in automat it systems, or it may be 
swept in free] uetuy -modulated by re- 
mote- c ontrol, The voltage-to-frequency 
transfer function is lineal within 1% 
and the transient response of the fre- 
quent \ control c ire uits is exceptionally 
good (see Fig. 2). 

Among other useful features, the in- 
strument has two output stages supply- 
ing two sepai. in- waveforms for use in 
analog computers or other multiple 
waveform systems. Either output sup- 
plies any one of the three waveforms 
(sine, square, or triangular) independ- 



© Copr. 1949-1998 Hewlett-Packard Co. 



cntly of the other output and with 
amplitudes up to 35 volts peak-to-peak 
into an open circuit or 15 volts into 
i)i)o ohms. Boih outputs are short-cir- 
cuit proof .Hid ill, iv be terminated in 
.ui\ impedance with very little deteri- 
oration in the output signal (nominal 
output imped. mi e is liOO ohms). 

Kadi output is de coupled and has a 
separate, individually adjustable. 10 
tlB attenuator, (n addition, one output 
may be switched to supply an inverted 
version of the waveform appearing at 
the other output, enabling the instru- 
ment to supply push-pull signals bal- 
anced to ground on any of the wave- 
forms at any frequency. Loading of one 
output has no ellec t on the other. 

BASIC OPERATION 

\ blink diagram of the new Func- 
tion Generator is shown in Fig. I. The 
heart of the generator is the Triangle 
Integrator which generates a triangulai 
waveform as the Integrator capa< itance 
is alternately charged and discharged 
through constant current sourtes. 

In tracing the sequence of events 
that sustain oscillations, assume that 
the Integrator output has just passed 
the peak of the triangular waveform. 
The Integrator output is then a nega- 
tive-going voltage ramp, a result of the 
i barging c ul rem i supplied tocapaci- 
toi G by the Upper Current Source. At 
the same time, however, the Upper 
Current Source also supplies an equal 
current to the Lower Current Source. 

The ramp continues linearly until it 
arrives at a fixed voltage level that trig- 
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Fig. 3. New -hp- Model .'IIIOOA Loir Frequency Function Generator, 
shown here with Trigger/ Phase-Loch Plug-in. is collage- program- 
mable through rear panel connector. Separate outputs supply any 
two of available waveforms (sine, square, triangle) or may be used 
together in balanced push-pull configuration. 



gers the Voltage Comparator Multi- 
Vibrator, which in turn shuts off the 
Upper Current Source. The Lower 
Current Source continues to draw a 
current i, but this c urrent is now sup- 
plied by the discharge oi capaeitoi C. 
The Integrator output thus becomes a 
positive-going ramp, which continues 
until reaching a voltage level that re- 
sets the Voltage Comparator. The Up- 
per Current Source thus is tinned on 
once more. Oscillations are therefore 

self-sustaining at a frequency deter- 
mined by the ramp slope and by the 
voltage difference between the two trig- 
gering levels. 

The upper and lower triggering lev- 
els remain fixed so l hat a change in 
frequency, b) a change of ramp slope, 
does not affect waveform amplitude! 
The ramp slope is determined by the 
size of capacitance C and by the 
amount of current How. The voltage 
at the input to the Current Control, 



supplied either bv a potentiometer at- 
tached to the FREQUENCY dial or by an 
external source, determines the current 
How and hence the frequency of osc illa- 
tion within a decade range. Range- 
c hanging is accomplished by switc hing 
the value of capac itor C. 

The Current Control circuit estab- 
lishes the current How through both 
the Upper and Lower Current Sources 
such that the current through the Up- 
per Source is always twice that through 
the Lower Source. The current How 
into the Integrator during one half of 
the waveform cycle is thus ecpial to the 
c urrent How out of the Integrator dur- 
ing the oihet hall of the cycle, assuring 
waveform symmetry. Switching only- 
one current control device requires less 

Circuitry and also avoids the transients 
that would result if both were switched 
simultaneous!) . 

The frequency is controlled through- 
out a decade frecpieru y range bv a volt- 
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Fig. 4. Basie circuitry of Model tl'JOOA Function 
Generator. Shorting bar on rear panel is re- 



moved to disconnect FUFQUFNCY dial and 
allow use of external frequency control voltage. 
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Fig. 5. Long-term frequency stability is shown by 20-hour recording 
of Function Generator operating at 1 kHz at low end of XIK' range. 



age ranging from o to -10 volts. The 
voltage-to-frequency transfer function 
is linear within 1%, enabling program- 
ming accuracy, lower KM envelope (lis 
Mil lion, and linear frequency sweeps. 
When I he out pin frequency is under 

control oi the Front-panel frequency 
dial, the accuracy of selling is within 
±1% (of maximum dial selling) ic> 10 
kHz (2% to (00 kHz). 

Because of the sus(cptihility ol nan- 
sistor performance to changes in tem- 
perature, the current control circuitry 
is mounted in an oven maintained at ■< 
constant temperature. Long-term Fre- 
ipieiuv stability of heller than 0.1",'. is 
thus obtained (see Kig. 5). 

SINE-WAVE GENERATION 

The basic circuit provides both 
square and trianguiai waves. Sine 
waves are synthesized from the u iangu- 
lar waves by the shaping network, a 
non-linear diode-resistance network 
thai changes impedance as the wave- 




Kig. C. Multiple exposure oscillogram 
shows high quality of wave/arms produced 
by new Function Generator. Sine wave 
distortion is less than 1% from 0.01 Hi to 
10 kHz and no more than 3% up to 100 
kHz. Square ware rise and fall times are 
better than 0.25 /is with less than 5% over- 
shoot and !"'„ sag. Triangular waveform is 
linear within 1% from 0.01 Hz to 50 kHz 
and within 2% to 100 kHz. Any two wave- 
forms arc available simultaneously. Sync 
pulse, coincident with triangular and sine 
wave crests, is available from rear-panel 
connector. 



form voltage level changes (see Kig. 7). 
The non linear network progressively 
reduces the slope of (he trianguiai 
waveform, achieving a sine wave with 
less than I";, distortion. 

The heavy use of lcedhae k in the am- 
plifiers and in the powei supplies in- 
sures a constancy of waveform ampli- 
tude, the sine wave frequent y response 

being within \"'„ up to 1(1 kHz, ami 
within ±2°„ up to 100 kHz. The dc 
component in the output waveform is 
less than 0.5% of the peak-to-peak 
wave! voltage and dl drift is con- 
siderably less than 0.5?;, per day. 

GROUNDING SYSTEM 

The new instrument has a flexible- 
grounding system which allows it to he 
used with dr voltage olfsels while the 

cabinet remains at ground potential. 

An isolated cnntici lion is also pro\ ided 
for interna! shielding thai allows the 
generator to l>c used with guarded and 
floating systems. To permit these 
grounding arrangements, the new Low 
Frequency function Generator has 
four independent electrical grounds. 



These are: 

1. Circuit ground. 

2. Output ground, connected to the 
ground terminal ol all output connec- 
tors, which arc insulated Irom both the 
c abinel and < ire nil grounds, 

.'i. Shield ground, which is connected 
to an isolated internal enclosure that 

> ontains the < in uiliv. 

I. Power line ground, connected to 
the outer cabinet and the grounding 
lead in the power cord. 

Normally, all the grounds are con- 
mi nil togelhel on ,i teat panel imi- 
nee tor snip. A d< offset voltage is a|>- 
plied to the output waveform, without 
floating the (abinel or output cornice- 
lots, by conneiting a power stipplv be- 
tween circuit ground and the other 
grounds. The generatoi may be used in 

a guarded system b\ connecting the 

shield ground alone io the guard cir- 
cuit. Other grounding arrangements 
may be used as required. 

PLUG-INS 

Connec tions to the Current Control, 
!>• both the Upper and Lowei Current 
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Kir. 7. Sine-wave shaping network uses diodes to switch in addi- 
tional resistors in shunt with resistor II as triangular waveform 
swings towards peak value. Waveform is progressively flattened 
towards peaks, achieving very good approximation to sine wave. 
Actual circuit uses 12 diodes for minimum distortion. 
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Fig. 8. Typical short term frequency stability of new 
Function Generator operating at 100 I/Hz. 



Sources, and i<> the Integraioi capaci- 
tor are completed through the plug in. 
Any ol these Functions ma) therefore 
be controlled l>\ < in nits in the plug-ins 
to .K hieve spet ial operating i harai ta 
isl i( s. 

Fhe -hp- Model 3301 A Auxilian 
1 1! n,H in simply i oinpleies ihese circuits 
to permit operation ol the hash Func- 
tion Generatoi in the manner jusl de- 
scribed. The -hp- Model S8Q2A Trig- 
ger I'h.ise-i.ix k plug-in htoadc-ns the 

canabilities ol the Function Generatoi 



SPECIFICATIONS 

-hp- MODEL 3300A 
FUNCTION GENERATOR 
Iwilh Model 3301 A Auxiliary Plug-in) 

OUTPUT WAVEFORMS: Sinusoidal, square, and 
triangular selected by panel switch. (Any 
two outputs available simultaneously.) 

FREQUENCY RANGE: 0 01 Hz to 100 kHz in 
seven decade ranges 

FREQUENCY RESPONSE: ±1%. 0.01 Hz to 
10 kHz; ±3%. 10 kHz to 100 kHz. 

DIAL ACCURACY: 1% ol maximum dial set 
ting (1 minor dial division), 0.01 Hz to 10 
kHz: + 2% of maximum dial setting (2 
minor divisions), 10 kHz to 100 kHz. TO: 

0.1%/"C. 

MAXIMUM OUTPUT PER CHANNEL- >35 volts 
p-p open circuit: >15 volts pp into 600 
ohms; >2 volts p p into 50 ohms. 

OUTPUT ATTENUATOR: Continuously variable. 
>40 dB range. 

OUTPUT IMPEDANCE: 600 ohms nominal (both 
channels). 

SINE WAVE DISTORTION: <1%. 0.01 Hz to 
10 kHz; <3%. 10 kHz to 100 kHz 

SQUARE WAVE RESPONSE: - 250 ns rise and 
fall time on all ranges; <1% sag, <5% 
overshoot. <1% symmetry error. 

TRIANGLE LINEARITY: <1%, 0.01 Hz to 50 
kHz; 2%. 50 kHz to 100 kHz: <1% sym- 
metry error. 

SYNC PULSE OUTPUT: > 10 volts peak, 
open circuit, <5 »s duration Sync pulse 
occurs at crest of sine and triangular wave 
output. 

DC STABILITY: Drift < ±0.5% of peak to peak 
amplitude. 

REMOTE FREQUENCY CONTROL: 0 to -10 

volts changes frequency linearly greater 
than 1 decade within a single range. Fre- 
quency resetability with respect to voltage: 
±1% of maximum frequency on range se- 
lected. 

POWER: 115 or 230 volts, t 10%, 50 to 1000 

Hz. Approximately 50 watts. 
SIZE: Nominally 5 in. high, 16 in. wide. 11 in. 

deep (127 :■: 406 ■ 279 mm.) 
WEIGHT: Net 20 lbs (9 kg) Shipping: 24 lbs 

(10.8 kg). 

PRICE: -hp- 3300A Function Generator: 
$570.00 

-hp- 3301A Auxiliary Plug In: $20 00 

Prices f.o.b. factory. 
Data subject to change without notice. 



to ;i signiheam degree, as described on 
pages ii through !•. 
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• Robert L. Dudley. "A New Series ol Microwave Sweep 
Oscillators with Flexible Modulation and leveling," 
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Fig. !). Oscillogram shows that output 
waveform (upper trace) responds to 
change in frequency control cottage (lower 
trace) within 0.5 lis. Sweep speed here is 
I cm/0.5 /isec. Upper waveform is sine 
icate output of Function Generator, 
changing from HI kHz to 100 kH:. 

ideas and suggestions of John Boat- 
weight and Marco Negrete ate most 

appreciated. 

—Robett I . Dudley 

HERTZ' ADOPTED BY IEEE 

On October 14, the IEEE Standards Co- 
ordinating Committee 14 on Quantities and 
Units adopted the name 'hertz' for the unit 
of frequency. This name had earlier been 
adopted by the National Bureau of Stand 
ards and before that by the International 
Committee on Weights and Measures and 
by the International Electrotechnical Com- 
mission. IEEE Committee adoption of 
'hertz' applies to the publication of tech- 
nical and scientific data. 

In adopting 'hertz' the IEEE Committee 
observed that 'hertz' is preferred because 
of the widespread use of 'cycle' alone as a 
unit of frequency. 'Cycle per second' is. of 
course, technically correct, but the use of 
'cycle' in place of 'cycle per second' is de 
dared incorrect. 

IEEE adoption of 'hertz' came about as 
part of the Committee 14 adoption of the 
International System (SI) of units for the 
IEEE. These units were earlier adopted by 
the International Committee on Weights 
and Measures and were printed in the 
March. 1964, issue of the 'Hewlett-Packard 
Journal." 

Another aspect of the recommended 
practice adopted by the IEEE Committee 
is that the use of British-American units 
is deprecated. The recommendation states 
that the 'number of British American units 
in use should be reduced as rapidly as pos- 
sible. - The SI System incorporates the 
metric system. 

In the June, 1965, issue, the 'Hewlett- 
Packard Journal' indicated that it would 
increasingly adopt 'hertz.' That term is 
used in this issue and will be generally used 
in the future. 

Readers may be interested in referring 
to the list of SI units' and of SI multiples 
and submultiples' printed previously herein. 

1 "International System ol Units." Hewlett Packard lournal. 

Vol 15. No. 6, Mar.. 1964. 

• "New Submultiple Prefms." Hewlett Packard Journal, Vol 

14, No. 7 8, Mar.Apr., 1963. 
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THE TRIGGER/PHASE-LOCK PLUG-IN 



A plug-in for the low-frequency function generator results 
in a variety of signals in the 0.01 to 1 00,000 hertz range. 



«TAB1/»T0» »M»M M0K KH»M 




'■It *W«t 



.»f\IT nunc. (£) 

o 



Kik. I. Trigger /Phase- Loeli Plug-in increases range of 
capabilities of —hp- Model -1:100 A Function Generator. 
Plug-in enables generation of single eycles of output 
waveform or bursts of eyries, or it phase-lochs Function 
Generator to external signal. 



-hp- Model .1.102. \ Trigger 'Phase 
Lode Plug-in enables the Model SS00A 
Function (Jeneraioi 10 produce eithei 
.1 single ( \< le or .1 Wins! of ( \< li s i>l ,m\ 
ol the outpul waveforms in response to 
an input nigger. In loiijunction willi 
ele< ironic frequency control, the wave- 
form bursts may also be Frequency 
modulated, la addition, the plug-in 
ran phase-lock I he output frequent \ lo 
an external signal or to a harmonic of 
an external signal. 

The plug-in employs two basil oper- 
ating principles, In the Trigger' mode, 

il suppresses wavelonn general ion in 
the main frame (in nils, thus restrict- 
ing the generator outpul to a single 
waveform cycle 01 bursl ol cycles. In 
the 'Phase Lock' mode, ii contributes 
a correction voltage to the Function 
Generator frequency control circuits, 
phase locking the outpui frequent) to 
an external frequency source. 

When the mode switi h is set to Tree 
Run' the plug-in circuits are disabled 
and the Function Generator operates 
in its basic manner. With the mode 
switch sei to either 'Single' 01 'Multi- 
ple' (see Fig. I), the plug-in circuits 
Stop the generation ol waveforms b\ 
(lamping the outpul ol the Triangle 
Integrator to its input. The waveform 
generating circuits are released by 
pressing the manual trigger button on 



the plug-in or hv applying a triggei 
pulse to the plug-in input (eithei posi- 
tive or negative inputs may be used). 

With the mode switch set to 'Singled 
the circuits complete one full cycle of 

the wavelonn before being damped 
again. The point in the wavelonn al 

which waveform generation starts and 

slops is determined by lite sr.vki slop 

phase comtol. which can be adjusted 
over a range of —'.Ml to +90 of the 
waveform, Use ol the inverted wave- 
lonn extends the i.mge from +00 to 

+270°. 

With the modi switch set to 'Multi- 
ple! waveform generation continues as 



long as the MANUAL TRIGGER billion is 
held down or as long as the input gat- 
ing wavelonn lasis. On release of the 
manual trigger button, or termina- 
tion ol the gating pulse, waveform gen- 
eration continues until arriving al the 
phase al which 11 si. 11 led. An integral 

numbei ol waveform cycles therefore 
always results from use of the 'Multi- 
ple' mode. 

When the mode switch is sei to 
'Phase Lot k! the plug-in 1 in ti i t - supply 

■ 1 ( < lion voltage to the main frame 

frequency control circuits to ad just the 
output frequency suc h that phase-lock 
is maintained with respect to the input 



MULTIPLE CYCLE BURSTS 




The oscillogram here shows one of One feature of both the 'Single' and 

the many outputs obtainable with the 'Multiple' modes of operation worthy of 

plug-in MODE switch set to 'Multiple.' special mention is that the dc level of 

Among other applications, the 'Multiple' the Function Generator output between 

mode is useful for tone-burst generation bursts remains at the waveform level at 

in peak-power frequency response and which oscillations stop. The dc level can 

distortion measurements or in acoustic be varied over the peak to-peak voltage 

measurements where it may be desirable range of the waveform by adjustment of 

to separate the test tone from the ef- the START/STOP PHASE control, a use- 

fects of echoes. Unlike methods of gen- ful technique for measuring the dc re- 

erating pulse bursts by gating the out- sponse of a system over the same am- 

put. the method used here actually stops plitude range that the ac response is 

oscillations between bursts, obtaining a measured. 



theoretically infinite 'on off ratio. 



• 6 • 

© Copr. 1949-1998 Hewlett-Packard Co. 



ft 



6 



SINGLE CYCLE BURSTS 

The photographs here show some of 
the variations possible with the Trigger/ 
Phase Lock Plug-in operating in the 'Sin- 
gle' mode. In A, the waveform at top is a 
single cycle triangle with the START/ 
STOP PHASE control set to +90". The 
middle trace shows the output with the 
PHASE control set to 0° and the bottom 
trace is with the PHASE control at -90" . 

Photo B is a dual-trace oscillogram 
of both outputs of the Function Genera- 
tor with channel A set to "Sine" and 
channel B set to "—A." showing that a 
balanced output can be provided. Photo 
C was made with output channel A set 
for square waves and channel B set for 
triangles while the PHASE control was 
set at -90° . This shows how the 3300A/ 
3302A combination can be used as a 
low-frequency pulse generator, with the 




C 



pulse repetition rate determined by the 
externally-supplied trigger rate and pulse 
width determined by the Function Gen- 
erator frequency controls. 



signal. A front panel meter indicates 
when phase lock is achieved. The phase 
relationship between the input and 
Otitpul signals can he adjusted In the 
from panel phase control over a range 
ol II to 180° (180° to 360° by using the 
inverted output Or by reversing the 
input polarity switch). 



The 'Phase Lock' mode functions 
with input waveforms ol an) shape ai 
frequencies throughout a range ol It) 
H/ io (00 kHz. The phase control cir- 
cuits can track variations in the input 
frequency over a range ol id",, of the 

maximum dial frequency of the se- 
lected range. The function Generator 



can be programmed under remote i on- 

trol, ol course, to lollow and remain 
phase-loi ked lo a signal that varies over 
a decade range of Ircquencies. 

The plug-in circuits will also link 
the output frequent y to a harmonic of 
the input signal. Furthermore, phase- 
lot k can he achieved between a har- 



Oscillogram A shows the sinewave 
output of the Function Generator (lower 
trace) locked to a 5 kHz external signal 
(upper trace), The PHASE dial here was 
set to +90", locking the Function Gen- 
erator output 90° ahead of the input 
waveform. Oscillogram B shows the 
Function Generator (upper trace) phase- 
locked to the 3rd harmonic of the input 
signal (middle trace). Harmonic phase- 
locking has been found useful for syn- 
thesizing complex waves by adding the 
input and output waveforms together 
(lower trace). Phase locking to harmon- 
ics is also useful for frequency multipli- 
cation. Phase-locking to greater than the 
1200th harmonic of low frequency wave- 
forms has been achieved with this In- 
strument. 



PHASE LOCK 




ft 
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FM PULSES 



3300A 
FUNCTION GENERATOR 
A B 


3301A or 
3302A 
PLUG-IN 


Triangle 


| Square 



; External Ireq control 



3300A 


3302A 


FUNCTION GENERATOR 


PLUG-IN 


A B 


INPUT 



Square T t Sine 

Outputs 

In the diagram here, the lower Func- 
tion Generator is gated by the square- 
wave output of the upper Function Gen- 
erator and its frequency is simultane- 
ously modulated by the triangle output 
of the upper Generator. The result is an 
FM burst, much like a low-frequency ver- 



monic of i he input signal ami a har- 
monii oi the output The Function 
Generator may thus be used to supplv 
a variety <>f stable frequencies while 
linked on to a single stable frequency 
standard. Conversely, one can phase 
lock to a relatively unstable signal and 
translate the input frequency eharac- 
tetistiis to a variety of other frcquen- 
cies. 

The instrument can be synchronized 
with frequencies below Hi 11/ bj using 

the plug-in in the 'Single' mode. I he 
phase ol the output with respect to the 
input is then determined bv the setting 

ill the STAR! STOP PH vsr: i onlrol. 




sion of the FM pulses of 'chirp' radar. 
This provides a swept-frequency signal 
with retrace blanking. This type of signal 
may also be used as a test signal for 
pulse decoding circuits, with a small 
amount of FM introduced to simulate 
noise. 



CIRCUIT OPERATION 

\ blink diagram of the Triggei 
Phase-Lock Plug-in operating in the 
Trigger' mode is shown in Tig. '2. In 
the absence of an input trigger, the 
Gating Amplifier suppresses osi illa- 
tions in the Function Generator main 
frame circuits by closing a negative 
feedback path around the Triangle In- 
tegrator. 

I he main Iraine c ircuits are per- 
mitted to oscillate in response to ,i 

trigger pulse derived from either the 

1 1 out panel push-button or from .111 

external source. The triggei pulse 'sets' 

the Phase Multivibi atoi and the re- 



sulting positive voltage step is coupled 
through diode GRI and the Gating 
Amplifier to diode CR2. hack-biasing 
diode GRL'. This opens the negative 
feeclbaik loop allowing the main frame 
c in nils to osc illatc. 

W hen the plug-in is in the 'Single' 
mode, the Phase Multivibrator is reset 
by the positive transition of the septate 
wave from the main frame, as shown on 
the diagram. In the multiple mode, the 
main frame square wave is gated oil by 
a gating signal licim the input circuits 
(not shown in diagram) and the Phase 
Multivibraloi is not reset until the 
next-occurring square-wave positive 
transition following termination ol the 
input gating signal. 

The Phase Multiv ibratoi is teset in 
coincidence with the positive peak of 
the tiiangulai waveform, but die wave- 
form holds GR2 back-biased until it 
falls 10 the voltage level at which it 
slatted. Diode GRli then becomes lor- 
waid-biascd, the negative feedback 
loop closes, and osi illations slop. I he 
[joint in the tiiangulai waveform at 
whit h osc illations st»H and Stop c an be 
selei ted by adjustment ol the Gating 
Amplifier etc level with the start/stop 

en vsi: control. 

The phase-lock circuits are dia- 
grammed in I'ig. 3. Here, the Phase 
Multivibrator functions as a phase de- 
tector that is set by the input signal 
and reset bv the main Iraine square 
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Fig. 2. Block diagram of Trigger/ Phase- Lurk Plug-in in Single' or 'Multiple 
modes of operation. (Note: triangular uavefurm sliuu n here is ineerted by 
output amplifiers before arriving at output terminals.) 
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MODULATED PULSES 



The photo here shows one of the vari- 
ations possible with simultaneous single 
cycle triggering and electronic frequency 
control. The plug-in is triggered repeti- 
tively from an external source while the 
frequency of the Function Generator is 
modulated by another source. Thus, a 
pulse-width modulated signal can be ob- 
tained for checking out a low frequency 
PWM system. 



wave. Hie width ol the resulting pulses 
thus corresponds to the phase differ- 
ence between the input and main 
Frame signals. 

["he pulses are filtered to derive a tic 
control voltage, proportional to pulse 

width, thai is added Id the licc|uenc \ 

( i>m i ill voltage supplied to the Current 
Control i in nil in the main I runic. Any 
tendency on I he purt ol the main Frame 
and input signals to drifi in Frequent j 
with respect to each Other results in a 
i hange in i otitrol level lha I ail justs I he 
main Frame Frequency to maintain 
phase lock with the input. 

The meter monitors the control volt' 
age at the output ol the phase detector 
filter. When the Function Generator is 
tuned exactly with respect to the input 
signal, the meter pointer is centered. 
The pulse duty cycle, and heme the 
signal phase difference thai brings the 
pointer to the unlet position can he- 
adjusted bv the phase control. This 
control may thus he used to establish 
the phase dillereiue Ix-tween the input 
and output signals and is calibrated 




SIGNAL MULTIPLICATION 

e l » Ext. freq. control 



throughout .1 range ol 0 to 180 phase 
difference, 

I he Chase \liilli\ibialoi is set nnl\ 
by the input signal and. billowing re- 
set, is unaffected by additional reset 
triggers until it is set once more. Thus, 
a useltil phase link control voltage is 
derived when the main Frame square 

wave osi illales at some Frequency mul- 
tiple ol the input. A Front panel switi h 
(CM .-i NCAL) increases the range ol the 
pit \ si control, when iii i lie i mm posi- 
tion, to compensate For the reduction 

in pulse duty cycle during harmonic 
phasc-lo< k o|)cralion. 

II the main frame and input lie 
quencies are related by an integral Fre- 
quency ratio (e.g. *i, Vb. etc.) then the 
output ol the phase in tilth i bra I or con- 
sists ol a train ol pulses ol uneijual 
widths, but with a regulai Iy-i ec in I ing 
pattern of pulse widths. Such a (lain 
likewise develops a dc voltage that can 
lock the main frame frequency to the 
input, even though the two Frequen- 
cies may not be in a direct haiiiionii 
relationship. It is thus possible to 
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A combination of pulse-width modula- 
tion and pulse repetition-rate modula- 
tion creates an electronic multiplier. As 
shown in the diagram, one signal (e,) 
modulates the frequency of the first 
Function Generator which in turn trig- 
gers the plug-in of the second Function 
Generator operating in the 'Single' 
mode. The other signal (e,) controls the 
frequency, and hence the pulse width, 
of the second Function Generator. The 
result is a pulse train modulated both in 
pulse width and in repetition rate. The 
pulse train is filtered in an active low 
pass filter to obtain a dc voltage (e,) 
that is proportional to the product e, 
X e,. 



phase-lock the Function Generator u> 
a Frequency that does not have an in- 
tegral relationship to the output. 

-Robert /.. Dudley 



Fig. 3. Blork diagram of Trigger/ Phase 
Lovk Plug-in in 'Phase Lock' mode. 



SPECIFICATIONS 
-hp- MODEL 3302A 
TRIGGER /PHASE- LOCK PLUG-IN 

MOOES OF OPERATION: 

Single cycle 
Multiple cycle 
Phase lock 
Free tun 
TRIGGER REQUIREMENTS: 

SINGLE CYCLE: Manual or external DC 
coupled Requires at least 0.5 volt to trigger 
externally. May be triggered with positive or 
negative input voltage I ! 20 V p-p max.). 
MULTIPLE CYCLE: Manual or external start/ 
stop. DC coupled Requires al least 0.5 vol! 
to start. 0 volls lo stop. May be triggered 
with either positive or negative input volt 
age. I -20 V p-p max.) 

PHASE LOCK 1 10 Hi to 100 kHz): DC 
coupled Requires at feast 0 5 volt peak-to 
peak to lock. 10 volts peak-to-peak for speci- 
fied accuracy with sine wave input Locks on 
fundamental or harmonic of input signal 
PHASE ACCURACY: ! 10* from 10 Hz lo 10 
kHz. 1 20* from 10 kHz to 100 kHz. (Fun 
damentat only.) 

INTRODUCED DISTORTION: ■ 1% 10 Hz to 

10 kHz. < 3% 10 kHz to 100 kHz (Funda 
mental only ) 
WEIGHT: Net: 3 lbs (1.4 kg). Shipping: 5 lbs. 
(2.5 kg) 

DIMENSIONS: 4 >, in high, 6H., in wide. 10'A 
in. deep (120,7 x 153.9 x 260,4 mm: 

PRICE: -hp- 3302A Trigger/Phase Lock Plug 
In: SI 90.00 

Prices f.o.b. factory. 
Data subject to change without notice 
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NBS STANDARD FREQUENCY AND TIME BROADCAST SCHEDULES 

The diagrams presented here, with explanatory notes, summarize the 
standard frequency and time services provided by the National Bu- 
reau of Standards radio stations WWV, WWVH, WWVB, and WWVL. 



HOURLY SCHEDULES OF 
WWVB AND WWVL 



WWVL Itttlfti innouncement 
and Ireijuenci o'lsel 




WWVB (Carrier: 60 kHz): Station is identi 
fied by 45° advance in carrier phase start- 
ing at 10 minutes after each hour and 
returning to normal at 15 minutes after 
each hour. Time is disseminated conlmu 
ously by amplitude modulation of carrier 
level with once per-second pulses. Modula- 
tion consists of 10-dB drop in carrier level 
during a pulse. Width of pulses carries time 
information in special "WWVB" format. 
Each time frame, which includes UT2 cor- 
rections, lasts 1 minute. Note: WWVB car 
rier frequency is now maintained without 
offset with respect to United States Fre- 
quency Standard. 

WWVL (Carrier: 20 kHz): Program is experi 
mental and subject to change. At present. 
WWVL broadcasts continuously and is iden- 
tified in Morse code on 1st. 21st, and 41st 
minute of each hour by station call letters, 
repeated 3 times, followed by frequency 
offset. Code is produced by "on-off carrier 
keying. WWVL carrier has -150 parts in 
10" offset with respect to United States 
Frequency Standard. 



TIME PULSE ADJUSTMENTS 

The National Bureau of Standards has an- 
nounced that the clock which controls the 1 -sec- 
ond time pulses from standard broadcast station 
WWVB (60 kHz) was retarded by 200 millisec on 
Oct. 1. 1965. This change is in keeping with the 
previously announced policy of maintaining the 
WWVB time pulses within 100 ms of the UT2 time 
scale (the period between the WWVB time pulses 
is 150 parts in 10" shorter than the period be- 
tween UT2 seconds, a difference of 0.0013 sec 
ond/day). The WWVB time pulses have already 
been retarded 200 msec on each of three occa- 
sions during 1965. on Jan. 1. April 1. and July 1. 

There were no changes in the phases of time 
pulses of NBS high-frequency stations WWV and 
WWVH on Oct. 1. 1965. Retardations of 100 ms 
each were made on Jan. 1, Mar. 1. Jul. 1. and 
Sept. 1. 1965 



HOURLY BROADCAST SCHEDULES OF WWV AND WWVH 

□ 



WWVH ilafion announcement 
and frequency offset ' 



WWV station announcement 1 , frequency 
offset 7 , and p'opagation torecasP 




WWV 


2.5 


i 


10 


IS 


?ll 




WA'VH 


1 •} 


D 


!0 


15 







1 Call letters and Universal time in Morse code: 
call letters and Eastern Standard time (WWV) 
or Hawaiian Standard time (WWVH) by voice. 

2. Frequency offset, amount in parts in 10" by 
which transmitted frequencies are offset from 
U. S. Frequency Standard: broadcast in fast 
Morse code immediately following voice an- 
nouncement on the hour only. Symbols now 
transmitted are Ml 50. meaning minus 150 
parts in 10'". 

3. Propagation forecast (WWV only): condition of 
ionosphere in North Atlantic area, at time of 
last issue, and radio quality expected in sub 
sequent 6-hour period (forecasts issued at 
0500, 1200 — 1100 in summer — 1700 and 
2300 UT). Letter portion identifies radio qual 
ity at time of forecast and numbered portion is 
forecast of expected quality on typical North 
Atlantic path during 6-hour period following 
forecast, according to following scale: 

Disturbed Unsettled 
grade (U) 
5. fair 



5 100 pps timing code: binary coded 1000 Hz 
tone gives Universal Time in seconds, minutes, 
hours, and day of year for use as unambiguous 
time base during data recording in scientific 
experiments. Format used is NASA 36-bit Time 
Code with 2-ms pulse for "0" and 6 ms pulse 
for "1." Each frame lasts 1 second, repeated 
once per second during 1-minute broadcast 
interval. 

6. Geoalerts: slow Morse code to identify days on 
which outstanding solar or geophysical events 
are expected or have occurred during previous 
24 hours. Geoalert is identified by letters 
"GEO" followed by one of following letters re- 
peated five times: 



M — Magnetic storm 
N — Magnetic quiet 
S — Solar activity 
0 — Solar quiet 



grades (W) 
1 useless 

2. very poor 

3. poor 

4. poor to fair 



Normal 
grades (N) 
6. fair to-good 
7 good 
8. very good 
9 excellent 



4. Seconds pulses are transmitted continuously 
except for 59th second of each minute and 
during silent periods. Each minute starts with 
two pulses spaced by 0.1 second. 



'ONE 
lnhen broadcast}- 



C — Cosmic ray event 
W — Stratospheric 

warming 
E — No geoalert issued 

UT2 time corrections: corrections to be applied 
to time signals for obtaining actual UT2 time 
within ±3 ms. Corrections, in Morse code, 
begin with "UT2" followed by either "AD" (for 
add) or "SU" (for subtract) in turn followed by 
number of milliseconds to be added or sub- 
tracted from time as broadcast. 



formal 





Seconds 




pulse 




"t*0 0I0-«1 


0 005 


h" — 0.02S — ^ 


IK 


sec 


lac 




• 




H 




J 







TONE 



WWV 5 cycles it 1000 Hz 
WWVH 6 cycles il 1700 Hi 
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A TECHNIQUE FOR MAKING ULTRA-PRECISE MEASUREMENTS 
OF MICROWAVE FREQUENCY STABILITY 

Standard laboratory instruments are interconnected to provide 
a system that measures the short-term frequency stability of 
microwave sources to a precision of better than 1 part in 10". 



(JiiBiiin measurements of highly 
Stable microwave frequent y sources 
have been clifficull because of the lack 

of suitable microwave frequency stand- 
ards. This situation was greatly im- 
proved In the development of the -hp- 
Model 510(1 511 OA Frequency Synthe- 
sizer, 1 from which mi< rowave licquen- 

des c an be derived by frequency multi- 
plication. I he 5 billion disc rete fre- 
quencies available in this instrument, 
from 0 to 50 Mil/ in 0.01 11/ steps, 
allow the generation of microwave fre- 
cpienc ies with the small ollse! from the 
measured source that is useful for sta- 
bility measurements. The Synthesizer 
was designed to provide an output of 
high spectral purity especially for fre- 
quence v multiplic a i ion pin poses. 

When stability measurements are to 
be made on sources which themselves 
have a stability comparable to that of 
the Synthcsi/er, then the small phase 
instabilities introduced by high order 
frequency multiplication become sig- 
nificant. Ii> reduce the effects of phase 

noise introduced by high orders of fre- 
quent y mull tplic ation, a measurement 
technique using frequency reduction 
was developed in the -hp- Measure- 
ments Standards Lab. In this tech- 
nique, the microwave frequency under 
test is first converted to a lower fre- 
quency l>\ use of the phase-locked 
transfer oscillator in the -hp- Model 
2590A Microwave Frequency Convert- 
er.- It is then heterodyned with the 
Synthesizer output to obtain a 1-kH/ 
beat note for the stability measure- 
ment. Translation of the microwave 
frequency to 1-kII/ increases the ratio 
of frequency instability to base fre- 
quency by a large factor for highet 
precision in the measurement. 

• Victor E. Van Duwr, "A 0-50 Mc Frequency Synthesizer 
with Excellent Stability, fast Switching, ana Fine Ftesolu 
tion," Hewlett Packard Journal, Vol. 15, No. 9, May. 1964. 

i Rudolph F. Pasos, "A New Instrument tor Measuring Micro 
wa<e Frequencies with Counter Accuracy," Hewlett-Packard 
Journal, Vol. 15, No. 8, April, 1964. 
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Rg. 1. Instrumentation for frequency stability measurements on 
microwave frequency sources. 



The technique has enabled short 
term stability measurements on micro- 
wave sources with a precision ap- 
proaching 5 parts in HI'- rms (for I 
second averages). Although precisions 
one or two orders ol magnitude better 
can be achieved with highly-speciali/ed 
equipment, the method described here 
is performed with off-the-shelf equip- 
ment that is readily available. 

MEASUREMENT SET-UP 
\ block diagram ol the measurement 
setup is shown in Pig. (.The Frequency 
Converter changes the microwave in- 
put frequency to a related frequency 
near 250 MM/. I bis frequency is mixed 
with another, derived from the Synthc- 
si/er. that is ollset from the Frequency 
Converter output by 1-kHz (the de- 
rived frequency is obtained b\ multi- 



plication of the Synthesizer frequency 
by a fat tor of only 5). The period ol 
the I-kfl/ beat-note generated in the 
mixer is measured and averaged over a 
selected period of time, usually I sec- 
ond, b) the electronic counter. The 
counter reads the average period with 
a pretision of S decimal places, thus 
obtaining a resolution of 0.0001 /,s that 
permits the measurement of very small 
instabilities in the source. 

The measurement is repeated many 
times to obtain a statistically signifi- 
cant number of samples, usually 100. 
The rms frequency stability of the mi- 
crowave source is then found by the 
following procedure. 

The average of the beat-note periods 
(P,) is calculated and the deviation 
(AP,) of each measurement is found. 



•11* 
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Fig. 2. Instruments above doltetl line comprise highly stahle 
microwave source /or evaluating stability measurement sys- 
tem shown below dotted line. 



The nns deviation (AP„ U „) is: 



APr + AP^ + .-AlV 



n — 1 

W here n is the Dumber <>l samples. 
Let f — frequency being checked, and 
F = beat frequency 
l 

Since F = pi aF ran be approximated 

AP 

by differentiation: aF = — 

Also, by mixer action: Af = AF 
Thus, the mis fractional frequency tie 
viation (Af'f) or phase noise is ex- 
pressed as: 

Af_ AP rln , 
f — R 



POSSIBLE ERRORS 

in examining the possible sources 
of error in this system, one is naturally 
leil i<i consider first the perlormanre <>l 
the transfer oscillator in the Micro- 
wave Frequency Converter. The solid- 
state push-pull oscillator was designed 
for highest stability, even in the ab- 
sence of phase-lock control, and the 



converter phase-locks the oscillator to 
the input signal. Since a phase-lock s\s- 
tem is inherently a second-order servo 
system, the transfer oscillator exhibits 
essentially no frequency error with re- 
spect to the input frequency in the 
steady slate (the Frequency Converter 
closely tracks frequency deviations at 
rates up to 50 kHz). There is a fixed 
phase error, however, and the question 
thus concerns how much phase noise 
I he transfer use ilia tor adds to the meas- 
urement. 

fo investigate this, and also the per- 
formance of the entire system, the test 
set-tip shown in Fig. 2 was used. The 
signal generator supplying the test mi- 
crowave signal was phase-locked with 
a Dymee Model 2li5l.-\ Synchronizer to 
the same Frequency Standard that 
drives the Synthesizer and Counter. 
Any phase noise in the Frequency 
Standard therefore docs not enter into 
the lest since it is common to both the 
source and measurement channels. Hie 
Synchronizer, of course, is also a pos- 
sible source of phase noise bin it is a 
source independent of the Frequency 
Converter. 




James A. Marshall 

Jim Marshall joined -hp— in 1952 on 
a part-time basis as an assembler while 
attending San Jose State College. After 
obtaining his BSEE degree in 1954. Jim 
transferred to the production test de- 
partment on a full-time basis but was 
called into military service a year later. 
He spent the next two years as an in- 
structor in microwave communications 
in the Signal Corps. 

Jim rejoined —hp— as a product de- 
velopment engineer in 1957 and worked 
on the design of the -hp- Model 434A 
Calorimetric Power Meter. A year later, 
he transferred to the -hp— Standards 
Lab where he has been concerned with 
the development of instrumentation for 
precision RF and microwave measure- 
ments including, among other devices, 
the -hp— 11049 series of Thermal Con- 
verters. At present, he is head of the 
Radio Frequency Section in the -hp- 
Standards Lab. He is also treasurer of 
the Precision Measurements Society. 

Jim has done further graduate work 
both at Stanford and at San Jose State. 



The test frequency f was 2.270 X 
Hi", the beat period P was 0.001 s (I 
kHz) and AP,,,,, was found to be 0.01 IS 
p$or 11.8 X 10-" second. From this, the 
system noise is: 



11.8 x 10" 



" (10 ')- 2.27 X 10" 
= 5.2 X 10'-' for one-second averaging. 

This is comparable to the nns frac- 
tional deviation of the Frequency 
Standard used as the basic reference in 
the set-up of Fig. I. the -ftp- -Model 
I07AR Quartz Oscillator, which has a 
spec ified rms fractional frequency de- 
viation of less than 1.5 X '0'" for one- 
sci and averaging and which represents 
the state-of-the-art in short-term fre- 
quency stability. The test results show 
that the system of Fig. I is capable ol 
measuring the stabilities of microwave 
systems with a precision comparable to 
the oscillator used as the basic refer- 
ence. 

—James A. Marshall 
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